In Case of Power Loss:  Biosafety Cabinet (Class II/B)
gms9 3/15

- Biosafety cabinets will not work during an electrical power loss.
- Check biosafety cabinets and take the following precautions, if applicable:
  - Stop all operations.
  - Securely cap any open containers.
  - Close biosafety cabinet sashes.
  - Contact facilities building coordinator.

In Case of Ventilation System Failure:  Biosafety Cabinet (Class II/B)
gms9 3/15

- All biosafety cabinets have internal fans. This BSC is hard-ducted to the building ventilation (Class II/B). This BSC will not operate properly if building the ventilation is out, even if the internal fan is running. It should sound an alarm when that happens.
- Do not use this BSC during a ventilation system or a power failure.